
Crypton CPGA VI Serial Port Instructions  
 
INTRODUCTION 
 
The VI serial port on the CPGA is now supplied as a USB-serial converter due to the 
limited number of RS232 ports fitted to the laptop computer. 
 
WIRING DIAGRAM 
 
The following diagram shows the interconnections between the various elements of the 
CPGA so that these can be reconnected correctly if any are disconnected for service or 
repair: 
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OPERATION 

 

During normal use the VI Port USB-Serial adapter should be left disconnected from the computer. 

 

If it becomes necessary to retrieve a printout from the VI port then the USB-Serial adapter should 

be connected after the computer has booted up but before starting the MOT program 

WGTS2 – this is because it is possible for the Windows plug and play system to reassign ports 

during boot-up. 

 

Note also that during start-up of  the Gas Analyser service program ICID2 it will report that no 

printer is connected – this should be ignored as no printing is possible with this configuration.  
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